Introduction {#Sec1}
============

Since the publication of the considerable lung cancer mortality reduction due to computed tomography (CT) screening in the National Lung Screening Trial \[[@CR1]\], lung cancer screening has become recommended by US and European healthcare organizations \[[@CR2]--[@CR4]\]. The advent of low-dose CT lung cancer screening may also offer the opportunity to screen for coronary calcifications. It is well known that smoking, the main risk factor for lung cancer, is also a major risk factor for cardiovascular disease. Thus, screening for cardiovascular disease combined with early detection of lung cancer, may improve the cost-effectiveness of chest CT screening.

The dose of chest CT imaging in third generation dual-source CT (DSCT) can be further reduced by spectral shaping of the x-ray beam due to pre-filtration by a tin filter placed behind the x-ray tube. The potential for radiation dose reduction in lung cancer screening with this ultra-low dose chest CT was recently shown \[[@CR5], [@CR6]\]. A dose reduction up to 90 % was achieved with spectral shaping and advanced iterative reconstruction, while maintaining a high sensitivity of pulmonary nodule detection \[[@CR5]\].

The use of spectral shaping by a tin filter leads to a narrower x-ray tube spectrum with fewer quanta at low energies, which shifts the mean energy of the spectrum to higher values \[[@CR5]\]. The higher mean photon energy results in lower Hounsfield Unit (HU) values of tissues, including coronary calcifications. The maximum HU -value of a calcification affects the calcium score because of the multi-threshold calculation in the Agatston scoring method \[[@CR7]\]. Calcifications with a maximum value below a threshold of 130 HU are not included in the Agatston score. It is unknown how the higher mean photon energy due to the tin filter influences the detectability of small coronary calcifications and the resulting calcium scores for various patient sizes and for moving coronary arteries. When changing the CT protocol for calcium scoring by spectral shaping, it is essential that the detectability of coronary calcification remains similarly high, and that the resulting calcium scores are comparable with original results in order not to affect cardiovascular risk stratification.

The purpose of this phantom study was to evaluate the detectability and quantification of coronary calcifications for a CT system with a tin filter for spectral shaping.

Materials and methods {#Sec2}
=====================

Phantom {#Sec3}
-------

An anthropomorphic chest CT phantom (Thorax, QRM, Möhrendorf, Germany) with a cylindrical opening at the position of the heart was used to simulate a small patient size. Fat-equivalent extension rings (extension rings M and L, QRM, Möhrendorf) were placed around the phantom to mimic medium and large patient size (see Fig. [1](#Fig1){ref-type="fig"}).Fig. 1The QRM cardiac phantom set-up with different calcium inserts. **(a**, **b)** The inserts (1, 2, 6) were consecutively placed in the thorax phantom (3) and additional rings (4, 5) were used to simulate medium and large patient sizes. 1) D100 insert; 2) CCI insert; 3) Thorax phantom; 4) Phantom ring representing a medium patient size; 5) Phantom ring representing a large patient size; 6) Sim2D in which the artificial coronary artery with three calcifications is placed

Three inserts with calcifications mimicking coronary calcium were consecutively placed into the cylindrical opening of the phantom. The first insert, D100, contained 100 small cylindrical calcifications (D100, QRM, Möhrendorf) varying in density (90--540 mgHA/cm^3^) and size (0.1--6.3 mm^3^) \[[@CR8]\]. The D100 insert was used to determine the detectability of small calcifications. The second insert, CCI, contained 9 slightly larger cylindrical calcifications (CCI, QRM, Möhrendorf) with varying density (200, 400 and 800 mgHA/cm^3^) and size (0.8, 21.2 and 98.2 mm^3^) \[[@CR9]\]. The CCI insert was used to determine the Agatston score, volume and mass for larger calcifications. The third insert consisted of a linear moving artificial coronary artery (Sim2D, QRM, Möhrendorf, Germany) with 3 calcified lesions, with density of 401 mgHA/cm^3^ and varying size (9.1, 24.6 and 62.8 mm^3^) \[[@CR10]\]. The coronary artery moved at a speed of 0, 10, 20 and 30 mm/s, corresponding to the expected velocity range of an in -vivo coronary artery during ECG- gated acquisitions \[[@CR10], [@CR11]\].

Image acquisition {#Sec4}
-----------------

The thorax phantom and calcium inserts were scanned with a third- generation DSCT scanner (Somatom Force, Siemens, Erlangen, Germany) in high-pitch spiral mode. As a reference, data sets were acquired at a tube voltage of 120 kVp and tube current of 90 reference mAs. Next, data sets were acquired at a tube voltage of 100 kVp with spectral shaping due to the 0.6- mm tin filter (Sn100 kVp) and tube current of 180 reference mAs. ECG gating was used for acquisitions of the moving coronary artery at Sn100 kVp and 120 kVp. The data were reconstructed with a field- of- view (FOV) of 250 mm and a 512 × 512 matrix, a sharp reconstruction filter (Qr36d) and filtered back projection at a slice thickness of 3.0 mm and an increment of 1.5 mm (to avoid over- or undersampling) \[[@CR12]\]. Acquisitions were repeated four times for D100, five times for CCI and three times for Sim2D with a small translation and rotation between each acquisition.

Image analysis {#Sec5}
--------------

Calcium detectability was determined automatically using a Matlab script \[[@CR8]\]. Analysis of the CCI and Sim2D data were performed manually with Aquarius iNtuition Viewer (Version 4.1.11, TeraRecon Inc, Foster City, CA, USA). A calcification was defined as a region with a peak value of ≥130 HU (standard calcium threshold) and comprising ≥2 adjacent voxels (eight-connected connectivity \[[@CR13]\]). The calcium detectability was defined as the total number of detected calcifications in the D100 insert. In general, the less sensitive an acquisition is for small and low- density calcifications, the lower the number of detected calcifications \[[@CR8]\]. For Sn100 kVp and 120 kVp, the standard calcium threshold for Agatston score, volume and mass was used, and median and interquartile ranges (IQRs) of the repetitions were calculated, and coefficient of variation for all scores were calculated \[[@CR9]\].

In addition, optimization of detectability and calcium scores was performed by adapting the calcium threshold for Sn100 kVp. The mean HU of the four calibration planes in the D100 insert for both protocols was determined (including all repetitions and patient sizes) and the threshold for Sn100 kVp (t~Sn100\ kVp~) scans was calculated, using the following formula \[[@CR14]\]:$$\documentclass[12pt]{minimal}
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Radiation dose {#Sec6}
--------------

The radiation dose parameters, computed tomography dose index (CTDI~vol~) and dose-length product (DLP), were taken from the electronically logged protocol from each CT study.

Statistical analysis {#Sec7}
--------------------

Kruskal--Wallis testing was used to analyze differences in detectability of calcifications, Agatston score, volume score and mass scores between Sn100 kVp and 120 kVp acquisitions. The Kruskal--Wallis test was performed separately for each patient size. If the Kruskal--Wallis test showed a significant difference in distribution of outcomes, one-by-one comparison was performed by using the Mann--Whitney U test, again for each patient size separately. Kendall's tau-b was used to analyze trends in Agatston, volume and mass score based on speed (SPSS Statistics, version 22, IBM, USA). *P* \< 0.05 was considered to indicate a statistically significant difference.

Results {#Sec8}
=======

Calcium detectability at standard calcium threshold {#Sec9}
---------------------------------------------------

The overall median detectability was 9.0 (IQR: 8.0--9.9) out of 100 calcifications at Sn100 kVp, and 12.0 (IQR: 11.0--13.0) at 120 kVp (see Table [1](#Tab1){ref-type="table"}). The overall median calcium detectability was 25 %lower at Sn100 kVp compared to the detectability at 120 kVp (*p* = 0.027).Table 1Calcium detectability of small calcifications out of a total of 100 calcifications for small, medium, and large patient size at standard calcium thresholdScan protocolSn100 kVp120 kVpPercentage difference of mediansPatient sizeMedian (IQR)\
n = \*Median (IQR)\
n = \*Small9.0 (9.0--11.3)12.5 (12.0--13.0)28 %Medium8.5 (6.5--10.5)11.0 (11.0--12.5)23 %Large8.8 (6.5--9.9)11.5 (11.0--12.8)25 %All sizes9.0 (8.0--9.9)12.0 (11.0--13.0)25 %\* Median number of absolute detected calcifications in four consecutive measurements

Quantification of calcifications at standard calcium threshold {#Sec10}
--------------------------------------------------------------

Coefficient of variation for all patient sizes at Sn100 kVp (CCI) was of comparable magnitude for the mass score (2.6 %) and Agatston score (2.7 %) and largest for the volume score (4.7 %).Agatston scoreThe overall median Agatston score at Sn100 kVp was 600.8 (IQR: 593.7--621.3) and 638.3 (IQR: 625.7--653.2) at 120 kVp for the CCI insert. The Agatston score was significantly lower at Sn100 kVp (*p* = 0.008) for each patient size, except for the CCI insert for large size (*p* = 0.548; see Fig. [2a](#Fig2){ref-type="fig"}).Fig. 2Calcium scores of three patient sizes at Sn100 kVp and 120 kVp of the CCI insert, at standard calcium threshold (130 HU). The median and interquartile ranges for: **(a)** Agatston score, **(b)** Volume, **(c)** MassThe Agatston score decreased significantly with increasing speed for Sn100 kVp (τ~b~ = -0.383, *p* = 0.003) and for 120 kVp (τ~b~ = -0.442, *p* = 0.001). The median Agatston score was 113.6 (IQR: 98.9--129.6) at Sn100 kVp and 149.0 (IQR: 130.0--160.0) at 120 kVp. The Agatston score was lower at Sn100 kVp compared to 120 kVp for the moving artificial coronary artery (speeds 0--30 mm/s; *p* \< 0.001; see Fig. [3a](#Fig3){ref-type="fig"}).Fig. 3Calcium scores of the artificial coronary artery moving at speeds of 0--30 mm/s at Sn100 kVp and 120 kVp for electrocardiographically (ECG)-gated acquisitions, at standard calcium threshold (130 HU). The median and interquartile ranges for: **(a)** Agatston score, **(b)** Volume, **(c)** MassVolume scoreThe median overall volume score of the CCI insert was 603.9 (IQR: 593.8--618.7) mm^3^ at Sn 100 kVp, and was 610.0 (IQR: 598.1--626.6) mm^3^ at 120 kVp, while the physical volume was 360.6 mm^3^. No significant difference in total volume score was found between Sn100 kVp and 120 kVp (*p* \< 0.206) for the CCI insert (see Fig. [2b](#Fig2){ref-type="fig"}).The total physical volume of the calcifications in the artificial coronary artery of the Sim2D insert was 96.5 mm^3^. The median volume score was 127.9 (IQR: 116.0--143.1) mm^3^ at Sn100 kVp and 147.0 (IQR: 138.0--157.0) mm^3^ at 120 kVp (0--30 mm/s). No difference in volume score was found between Sn100 kVp and 120 kVp for measurements with no movement of the coronary artery (speed 0 mm/s; *p* = 0.347). However, the volume score was significantly lower at Sn100 kVp compared to 120 kVp taken all the measurements with the coronary artery moving at 10--30 mm/s together (*p* \< 0.001). The volume score decreased significantly with increasing speed for Sn100 kVp (τ~b~ = -0.325, *p* \< 0.011) as well as for 120 kVp (τ~b~ = -0.303, *p* = 0.021; see Fig. [3b](#Fig3){ref-type="fig"}).Mass scoreThe median overall mass score of the CCI insert at Sn100 kVp was 161.3 (IQR: 158.1--163.2) mg, and 162.6 (IQR: 158.7--164.5) mg at 120 kVp, while the physical mass was 168.2 mg. No significant difference in mass score was found between Sn100 kVp and 120 kVp (*p* \< 1.00) for the CCI insert (see Fig. [2c](#Fig2){ref-type="fig"}).The physical mass of the calcifications in the artificial coronary artery of the Sim2D insert was 38.7 mg. The median mass score at Sn100 kVp was 25.9 (IQR: 23.0--29.1) mg and 27.1 (IQR: 25.4--29.7) mg at 120 kVp. The mass score decreased significantly with increasing speed for Sn100 kVp (τ~b~ = -0.459, *p* \< 0.001) as well as for 120 kVp (τ~b~ = -0.507, *p* \< 0.001; see Fig. [3c](#Fig3){ref-type="fig"}). No significant difference in mass score was found for Sn100 kVp and 120 kVp for measurements with no (speed 0 mm/s, *p* = 0.347) or minor movement (10--30 mm/s, *p* = 0.131) of the coronary artery.

Optimization of detectability and calcium scores for Sn100 kVp {#Sec11}
--------------------------------------------------------------

The adapted calcium threshold for Sn100 kVp was 117 HU. The overall median detectability at Sn100 kVp with calcium threshold of 117 HU was 11.5 (IQR: 10.0--12.8) out of 100 calcifications, and no significant difference in detectability was found compared to 120 kVp (*p* = 1.000).

The overall median Agatston score of the CCI insert was 657.4 (IQR: 651.1---675.2). No significant difference in median Agatston score was found at Sn100 kVp with 117 HU threshold compared to 120 kVp for small and medium patient size (*p* \> 0.206). However, at Sn100 kVp and 117 HU the volume (*p* \< 0.008) and mass (*p* \< 0.008) score of the CCI insert were significantly higher for small and medium patient size compared to 120 kVp.

Radiation dose {#Sec12}
--------------

The mean CTDI~vol~ for small to large patient size was 0.16--0.65 mGy at Sn100 kVp and 0.44--2.44 mGy at 120 kVp. The mean DLP was 1.6--6.5 mGy∙cm and 4.3--24.4 mGy∙cm for Sn100 kVp and 120 kVp, respectively.

Discussion {#Sec13}
==========

This phantom study evaluated the detectability and quantification of coronary calcifications using third- generation DSCT with spectral shaping, by comparing a Sn100 kVp protocol with the reference 120 kVp scan protocol. We found that the Sn100 kVp scan protocol with standard HU threshold, resulted in lower detectability of calcifications and lower calcium scores regardless of coronary movement. Adaptation of the HU threshold for calcium scoring at Sn100 kVp resulted in similar detectability and Agatston score for small and medium patient size. Besides, the Sn100 kVp protocol led to a major decrease in radiation dose of 63 % to 73 % for, respectively, small to large patient size.

Until now, the use of spectral shaping in CT scanning has only been examined for non-contrast enhanced chest CT \[[@CR5], [@CR6]\] and recently in one cardiac CT study by McQuiston et al. in a simplified setting \[[@CR15]\]. In this study, we comprehensively describe the impact of a tin filter in coronary calcification scanning. The 120- kVp protocol at third- generation DSCT showed calcium score results similar to those obtained on previous CT systems \[[@CR9], [@CR16], [@CR17]\]. For example, the mean Agatston score of the CCI insert at 120 kVp was 640.4, which falls within the range of the Agatston score of 605.0--655.4 based on different MDCTs in the study of McCollough et al. \[[@CR9]\]. The Agatston score for the CCI insert was slightly lower for the Sn100 kVp protocol compared to the scores determined with general coronary calcium protocols on various CT systems \[[@CR9], [@CR16], [@CR17]\]. For example, the mean Agatston score for Sn100 kVp was 606.3, which is at the lower limit of the range reported by McCollough et al. \[[@CR9]\]. The study by McQuistion et al. recently showed no significant difference in Agatston score between Sn100 kVp and 120 kVp for the CCI insert for small patient size using standard HU threshold \[[@CR15]\], while our study did show a difference in Agatston score for small patient size. Possibly, the use of various tube currents and lack of scan repetition in the study of McQuistion et al. explains this difference. Furthermore, the studies of Ulzheimer et al. and Groen et al. showed that calcium scores decrease with increasing heart rate, which is in accordance with our results for increasing speed of the moving artificial coronary artery for 120 kVp as well as for Sn100 kVp \[[@CR18], [@CR19]\]. Based on these findings, we assume that the 120- kVp protocol on third- generation DSCT leads to results similar to those from coronary calcium scan protocols on other CT- systems, while the Sn100 kVp protocol leads to lower calcium scores compared to the protocols on other CT- systems. On the contrary, McQuiston et al. suggested that use of a tin filter does not impact the calcium score \[[@CR15]\]. However, in their study, small calcifications (sub-millimeter), different patient sizes, coronary artery movement, calcium mass and inter-scan variability were not included, while all these variables by themselves are important factors to consider in calcium scoring.

The results of our study imply that the use of the Sn100- kVp protocol for coronary calcium scanning could have two major consequences in determining the appropriate cardiovascular risk in clinical practice. Firstly, the lower calcification detectability of the Sn100- kVp protocol at standard threshold of 130 HU could lead to underestimation and false-negative calcium scores in patients. This would result in addressing a patient's cardiovascular risk inappropriately as 'very low'. Secondly, the use of spectral shaping led to lower Agatston scores, which may result in reclassification of the patient into a lower cardiovascular risk category. Hence, a lower Agatston score or false-negative score could lead to an underestimation of the cardiovascular risk. In this study we tried to compensate for this underestimation of Sn100 kVp by lowering the calcium threshold for Sn100 kVp from 130 HU to 117 HU. This improved the detectability and Agatston score for Sn100 kVp, such that there was no longer a significant difference with conventional 120 kVp. However, the volume and mass score were higher at Sn100 kVp compared to 120kVp, but these scores, although more reproducible, are not used in clinical practice.

The large reduction in radiation dose with the Sn100- kVp protocol is a large advantage over the conventional 120- kVp protocol. This is of special interest when screening of coronary calcium is combined with lung cancer screening or in the case that population screening for coronary calcium is introduced in clinical practice. This study does not provide answers with regard to possible reclassification of screenees if a Sn100- kVp protocol is used. This should be investigated in future studies. Besides, a recent study showed that ungated chest CT acquisitions might be used for CAC risk stratification \[[@CR20]\], simplifying a combined coronary calcium and lung screening acquisition.

This study has some limitations. First, the tube current was modulated for each patient size. However, for the large patient size at Sn100 kVp, the tube current could not be further increased beyond a quality reference of 180 mAs, in case of the high-pitch spiral mode. This resulted in a higher noise level for the larger patient sizes at the Sn100- kVp protocol compared to the 120- kVp protocol. However, former studies have shown minor influence of tube current or noise level on coronary calcium scoring \[[@CR21], [@CR22]\].

A second , general, limitation is that cardiovascular risk stratification can only be performed based on the Agatston score, because of its well-known prognostic value \[[@CR7], [@CR23]--[@CR28]\]. As an alternative to the Agatston score, several studies recommend determining the total mass of all calcifications because of its higher inter- and intra-scanner reproducibility \[[@CR9], [@CR29], [@CR30]\]. Also, our study showed that the mass score is the most consistent score across patient sizes for the Sn100- kVp protocol. At the standard calcium threshold of 130 HU, in contrast to the Agatston score, no significant difference in mass score was found between Sn100 kVp and 120 kVp for any patient size for the moving coronary artery. However, with the adapted HU threshold for calcium scoring, we also found similar detectability and Agatston scores.

In conclusion, this phantom study showed that spectral shaping in coronary calcium scanning reduces the radiation dose but leads to a lower detection of calcifications and lower Agatston scores, which could result in underestimation of the cardiovascular risk in patients. In the future, underestimation may be corrected by adapting the HU threshold for calcium scoring using a scan protocol with spectral shaping.
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